Molecular Assays for Detection of Human Metapneumovirus

Ian M. Mackay,1,2,3 Kevin C. Jacob,1 Daniel Woolhouse,1 Katharine Waller,1 Melanie W. Syrnis,1 David M. Whiley,1 David J. Siebert,4 Michael Nissen,2,4 and Theo P. Sloots1,2,3,4*

Clinical Virology Research Unit, Sir Albert Sakzewski Virus Research Centre, Royal Children’s Hospital, Brisbane,1 and Department of Paediatrics and Child Health2 and Clinical Medical Virology Centre,3 University of Queensland, and Division of Microbiology, Queensland Health Pathology Service, Royal Brisbane Hospital Campus,4 Queensland, Australia

Received 15 April 2002/Returned for modification 19 August 2002/Accepted 2 November 2002

The recent description of the respiratory pathogen human metapneumovirus (hMPV) has highlighted a deficiency in current diagnostic techniques for viral agents associated with acute lower respiratory tract infections. We describe two novel approaches to the detection of viral RNA by use of reverse transcriptase PCR (RT-PCR). The PCR products were identified after capture onto a solid-phase medium by hybridization with a sequence-specific, biotinylated oligonucleotide probe. The assay was applied to the screening of 329 nasopharyngeal aspirates sampled from patients suffering from respiratory tract disease. These samples were negative for other common microbial causes of respiratory tract disease. We were able to detect hMPV sequences in 32 (9.7%) samples collected from Australian patients during 2001. To further reduce result turnaround times we designed a fluorescent TaqMan oligo probe and combined it with the existing primers for use on the LightCycler platform. The real-time RT-PCR proved to be highly reproducible and detected hMPV in an additional 6 out of 62 samples (9.6%) tested during the comparison of the two diagnostic approaches. We found the real-time RT-PCR to be the test of choice for future investigation of samples for hMPV due to its speed, reproducibility, specificity, and sensitivity.

The recent description of a new member of the family Paramyxoviridae, subfamily Pneumovirus, has provided an opportunity to define the extent of disease caused by this previously unknown human pathogen (12). Human metapneumovirus (hMPV) has been detected in, and isolated from, nasopharyngeal aspirates (NPA) taken from patients with respiratory disease (9, 12).

Disease caused by hMPV appears similar to that caused by human respiratory syncytial viruses (hRSV), which is the most significant cause of viral lower respiratory tract disease in infants and children worldwide (2, 4, 5, 8, 10, 13). Patients show symptoms ranging from a wheeze to bronchiolitis and may require assisted ventilation.

The long-term presence of hMPV in the community has been confirmed by detection of anti-hMPV antibodies during retrospective seroepidemiological studies of stored Dutch sera (12). The virus appears to infect the majority of The Netherlands’ population by the age of 5 years. Within our hospital population, the causative viral agent of respiratory tract disease remains unidentified in 38 to 40% of patients examined.

Because the virus is difficult to detect by cell culture, due to its selective, slow growth and mild cytopathicity and the absence of specific diagnostic reagents, the need for a reliable and rapid diagnostic method is obvious. During the course of routine culture to isolate respiratory viruses from these patients, cytopathicity is noticed. However, enzyme immunoassay, immunofluorescent assay, and reverse transcriptase PCR (RT-PCR) for common viral and bacterial agents of respiratory disease fail to identify the cause. The hMPV negative-sense RNA genome is only 20% homologous to the nucleocapsid (N) gene of hRSV and 52% homologous to avian pneumovirus (14), so it is sufficiently distinct that its sequences do not cross-react with existing nucleic acid amplification assays. Ideally, in addition to being specific, a new diagnostic method should be rapid, sensitive, and able to be incorporated into existing testing paradigms for the screening of respiratory tract disease.

We describe the development of novel conventional RT-PCR and real-time RT-PCR which utilizes the LightCycler platform to detect hMPV RNA in patient samples. Using these assays, we examined samples from patients with respiratory tract disease of unknown etiology.

MATERIALS AND METHODS

Samples and RNA purification. Samples (n = 329) were collected from March to October 2001 from patients who tested negative for the common agents of respiratory disease. In addition, samples (n = 37) were included from patients with previously diagnosed microbial causes of respiratory disease for use in the specificity studies. These pathogens included Mycoplasma pneumoniae, adenovirus, influenza virus, parainfluenza virus I-III, and hRSV. These microbial diagnoses were made by validated cell culture or nucleic acid amplification assays. Nucleic acids were also extracted from a range of microbes for use in cross-reaction studies. These included Bacillus cereus, Bartonella henselae, Burkholderia cepacia, Campylobacter coli, Candida albicans, coronavirus 229E, Cryptococcus neoformans, Gardnerella vaginalis, Haemophilus influenzae, human rhinovirus, Klebsiella pneumoniae, M. pneumoniae, Neisseria lactamica, Neisseria meningitidis, Pseudomonas aeruginosa, Saccharomyces cerevisiae, Staphylococcus aureus, Staphylococcus epidermidis, Staphylococcus hominis, Streptococcus pneumoniae, Streptococcus pyogenes, and Vibrio parahaemolyticus.

Nucleic acids were purified from NPA placed in viral transport medium (VTM). A spin column kit was used (High Pure viral nucleic acid kit; Roche Applied Biosystems, Inc.) to isolate the RNA for use in the reverse transcription reaction. These included Bacillus cereus, Bartonella henselae, Burkholderia cepacia, Campylobacter coli, Candida albicans, coronavirus 229E, Cryptococcus neoformans, Gardnerella vaginalis, Haemophilus influenzae, human rhinovirus, Klebsiella pneumoniae, M. pneumoniae, Neisseria lactamica, Neisseria meningitidis, Pseudomonas aeruginosa, Saccharomyces cerevisiae, Staphylococcus aureus, Staphylococcus epidermidis, Staphylococcus hominis, Streptococcus pneumoniae, Streptococcus pyogenes, and Vibrio parahaemolyticus.
MgCl₂, and 0.2 M HCl contained a 10-l reaction mix which included 3 l of symmetric primer mix and 10 l of H9262 for 12 s, using a channel setting of F1/F2. The first round of amplification incorporated reverse transcription, denaturation of the RT, and 15 cycles of PCR. The samples were cooled to 40°C and the carousel was removed, centrifuged, and replaced. The second round consisted of an additional 40 cycles of PCR.

To investigate the efficiency of the amplification reaction and the nature of the amplicon, fluorescence melting curve analysis was performed. At the completion of the amplification phase, the amplicon was denatured at 95°C for 5 s and then heated to 50°C and held for 30 s. Finally, the amplicon was heated to 95°C at 0.3°C/s while the fluorescent emissions were continuously monitored by the LightCycler and presented as the negative derivative of the fluorescence over time. The dual-round real-time RT-PCR took approximately 80 min to complete compared to 60 min for the single-round assay.

**Relative sensitivity of the ELAHA.** To investigate how sensitive the modified ELAHA was in comparison to a traditional ampiclon detection method, we made serial twofold dilutions of an hMPV amplicon and examined 5 μl of each sample by agarose gel electrophoresis and ELAHA. The results revealed a 512-fold increase in the sensitivity of amplicon detection (Fig. 1). To examine the effect of an asymmetric PCR primer mix on the ELAHA, the antisense primer concentration was increased fivefold in an effort to make more of the strand to which the biotinylated oligo probe will hybridize. This produced an increased signal, resulting in at least a fourfold increase in the sensitivity of ampiclon detection (Fig. 2).
ELAHA. The cutoff for a positive ELAHA result is shown as a broken, horizontal line. The inset panel displays the first three corresponding bands on an agarose gel. There is a faint band visible up to a dilution of 1:2, whereas the ELAHA is positive to a dilution of 1:1,024. The horizontal line represents the ELAHA cutoff value of 0.2 OD units.

**Reciprocal Dilution**

![Image](http://jcm.asm.org/)

FIG. 1. Titration of 5-μl aliquots of hMPV amplicon and detection by ELAHA. The inset panel displays the first three corresponding bands on an agarose gel. There is a faint band visible up to a dilution of 1:2, whereas the ELAHA is positive to a dilution of 1:1,024. The horizontal line represents the ELAHA cutoff value of 0.2 OD units.

**Real-time RT-PCR.** To further reduce the turn-around time of the RT-PCR–ELAHA, we converted the conventional PCR to a real-time RT-PCR, which incorporated the same primers and included a fluorogenic oligoprobe. During this assay the LightCycler instrument continuously monitored amplicon accumulation by detecting the proportional increase in fluorescence emitted as the result of a loss of quenching of the FAM reporter fluorophore as the oligoprobe was hydrolyzed. The real-time assay was at least 180 min faster than the RT-PCR–ELAHA, taking approximately 60 min for 32 samples. In addition, there was no need to open the capillary to detect amplicon, thus significantly restricting the potential for carryover contamination.

Assay reproducibility, based on analysis of the fractional cycle number at which the fluorescence generated by the accumulating amplicon exceeds the baseline (threshold cycle \(C_T\)), was determined after examining replicate samples, using different vials of RT-PCR master mix. Six replicates were assayed in each run, and this was performed by the same technician on different days. The assay gave highly reproducible results, with intra-assay coefficients of variation (CV) of 0.4 to 2% and an interassay CV of 3%.

Although the TaqMan and ELAHA oligoprobes hybridize with an almost identical sequence of the hMPV N gene, the target sequences are on opposite strands. This design was necessary in order to avoid a guanine on the template strand, which would occur adjacent to the FAM reporter molecule, resulting in nonspecific quenching.

To study the efficiency of oligoprobe hydrolysis and, by extrapolation, the efficiency of the real-time PCR, we applied fluorescent melting curve analysis to the amplicon produced in the presence of an asymmetric primer mix. This resulted in a peak that was specific for the hMPV oligoprobe’s nucleotide sequence and approximated its expected melting temperature \(T_m\) (Fig. 3A). When the kinetic curves were examined, it was apparent that the only reactions producing a melt curve were those containing a fivefold excess of the sense primer which produces the fluorogenic oligoprobe’s target strand (Fig. 3B). The \(C_T\) value decreased when using this primer mix; however, the kinetic curves reached a plateau earlier, resulting in short log-linear phases (LP). This is of concern if the assay is to be used quantitatively or if samples contain low levels of RNA template (Fig. 4). The product of reverse transcription of hMPV negative-sense RNA is positive-sense DNA, which is also the fluorogenic oligoprobe’s target. We hypothesized that an asymmetric primer mix designed to produce an excess of the sense strand is not conducive, at least in the early cycles of PCR, to efficient exponential amplification of a sense-strand DNA due to the initial absence of negative-sense template DNA. We examined whether this was likely to reduce the PCR efficiency by developing a dual-round, real-time RT-PCR in which the first round of 15 cycles used a symmetric primer mix of MPV01.2 and MPV02.2 at 2 μM in order to allow the relatively unbiased reverse transcription and subsequent creation of antisense strands by PCR. The first round was separated from an asymmetric primer mix by a barrier of mineral oil. Prior to the second round of amplification, the capillaries were centrifuged, introducing the asymmetric primer combination, which contained a fivefold excess of the sense primer, to the PCR mix. While this format added approximately 15 min to the real-time assay, it retained the homogenous nature of real-time PCR. The dual-round assay produced reduced \(C_T\) values for the detection of weakly positive RNA templates and improved PCR performance as gauged by the more pronounced linear phase of amplification seen in the resultant PCR curves of strongly positive templates (Fig. 4).

Rather than redesign the oligoprobe to hybridize to a location on the antisense strand, we investigated whether reversing the order of the asymmetric primer mix would improve the signal. Using 2 and 10 μM MPV01.2 and MPV02.2 primers, respectively, we were able to show improved amplification of...
the weakly positive RNA, producing a better quality of kinetic curve in the absence of a melt peak (Fig. 5).

**Specimen testing and comparative assay sensitivity.** Initially, the RT-PCR–ELAHA had been used to screen 329 NPA samples, detecting hMPV sequences in 32 (9.7%) of these. To compare the ability of the real-time assay to detect template, fivefold dilutions of supernatant from an hMPV-positive culture were tested by both assays. The RT-PCR–ELAHA and the real-time RT-PCR were capable of detecting hMPV sequences to a dilution of 1:125, indicating equivalent analytical sensitivity (data not shown).

To evaluate the clinical sensitivity of these assays under routine conditions, a subset of 62 NPA samples was chosen for investigation using both assays. This subset contained 6 hMPV RNA-positive samples and 56 samples that did not contain hMPV RNA as determined by RT-PCR–ELAHA. The real-time assay detected hMPV sequences in an additional 6 of these specimens, bringing the total number of hMPV-positive samples to 12. This was equivalent to an improvement in the rate of detection of 9.6% within this population.

**Sequencing of the amplicon.** To further ensure that the amplicon produced from these assays was due to the amplification of a portion of the hMPV N gene, nucleotide sequencing was performed.

**Confirmation of active hMPV infection.** In order to confirm that our assays were detecting an active viral infection, cell cultures were incubated with VTM when sufficient volume was available (at least 200 μl) and provided that normal flora had not overgrown the sample during transport or specimen handling.

Virus was passaged several times and the status of virus replication monitored by real-time RT-PCR. In mock-infected or hRSV-infected control cell cultures, no PCR product was produced during any stage of the culture process. To further confirm that virus was actively replicating, immunofluorescence studies were performed on cells taken from RT-PCR positive cultures and probed using an adult serum. Positive, bright green cells were observed either singly or in adjacent clusters.

**DISCUSSION**

We have described the detection of hMPV from Australian children and infants by two newly developed RT-PCR assays. The need for rapid diagnosis of respiratory tract disease is acutely important during seasonal outbreaks of the causative agents.

Using these assays we were able to detect virus in 10% of local NPA samples collected during the period from March to October 2001, and subsequent isolation of hMPV was possible from RT-PCR positive VTMs stored at −70°C. These samples originated from patients presenting to the hospital with respiratory tract disease of an otherwise unknown microbial origin. Our rate of detection is identical to that reported by van den

**FIG. 3.** The effect of an asymmetric primer mix on the reaction efficiency of a strong hMPV-positive patient sample. Fluorescent melting-curve analysis (A) only produced peaks from the amplicon that was created in the presence of an excess of sense primer (0.5 μM MPV01.2–0.2 μM MPV02.2 or 1.0 μM MPV01.2–0.2 μM MPV02.2, indicated by a solid or broken line, respectively, with crosses), whereas amplification using an excess of antisense primer (0.2 μM MPV01.2–0.5 μM MPV02.2 or 0.2 μM MPV01.2–1.0 μM MPV02.2, indicated by a solid or broken line, respectively, without crosses) (B) produced a higher amplicon yield and extended the LP of amplification.

**FIG. 4.** A weakly hMPV-positive patient sample was amplified by single-round (broken line) or dual-round (solid line) real-time RT-PCR. The second step of the reaction incorporated an asymmetric primer mix containing a fivefold excess of sense primer.
agarose gel electrophoresis. a 512-fold improvement in amplicon detection compared to sensitivity of the assay at least twofold. This was in addition to the oligoprobe hybridized. We found that this improved the primer mix designed to produce more of the strand to which filtration pipette tips has protected this assay from contamination as well as the use of dedicated lab coats, pipettes, and areas.

While optimizing the ELAHA, we applied an asymmetric primer mix designed to produce more of the strand to which the oligoprobe hybridized. We found that this improved the sensitivity of the assay at least twofold. This was in addition to a 512-fold improvement in amplicon detection compared to agarose gel electrophoresis.

Real-time PCR assays are ideal for use in studying the epidemiology of a newly described virus because the systems are homogeneous, combining nucleic acid amplification and detection in a single closed reaction vessel. This means that the amplicon can be discarded without ever exposing the environment to contamination, the preferred approach for a high-throughput molecular diagnostic laboratory. This feature is additionally important when studying a new virus, as amplicon contamination could prove disastrous to the process of virus characterization.

In order to accurately compare the conventional and real-time RT-PCR assays, we chose to target the same sequence with both oligoprobes. However, this was not possible due to a guanine nucleotide that would have been incorporated into the 5′ end of the fluorogenic oligoprobe, causing quenching of the reporter fluorophore (3). Therefore, we designed the fluorogenic oligoprobe’s sequence to be the reverse complement of that used in the ELAHA, so that it would hybridize with the sense strand of the amplified DNA. In an attempt to increase the fluorescent signal from weakly positive samples, we used an asymmetric primer mix to create more of the DNA strand to which the fluorogenic oligoprobe hybridizes. However, a problem arose that manifested as an early plateau in amplicon detection. We developed a dual-round RT-PCR to further examine the effects of asymmetric PCR using this primer mix. The dual-round approach has been used for nested PCR using the LightCycler (1, 11). We modified this approach by separating two concentrations of primers rather than two different primer pairs. The results confirmed that the asymmetric primer mix we were using was unsuitable for the detection of low levels of hMPV RNA. Following reverse transcription, there is an abundance of sense strands, but no antisense strands, for the sense primer to hybridize with. In the presence of an excess of the antisense primer, however, the PCR can effectively reach exponential levels of amplification. Therefore, when an oligoprobe is used to detect a negative-sense RNA genome by single-tube RT-PCR, the inclusion of asymmetric primers needs to be carefully considered.

To investigate the efficiency of hydrolysis of the fluorogenic oligoprobe under asymmetric PCR conditions and, by extrapolation, the efficiency of the real-time PCR assay, we applied fluorescent melting-curve analysis to the amplicon. Melting peaks were obtained from reactions containing an excess of the sense primer but not from reactions with extra antisense primer. We believe these melting peaks are due to conformational changes occurring when intact hybridized oligoprobe is melted from its template. This reduces the “leaky” fluorescence which results from an incompletely quenched FAM molecule when it is maximally separated from TAMRA on an intact oligoprobe. As the oligoprobe returns to a relaxed state after it has melted from its template, the fluorophores are more likely to interact by molecular collision, increasing the extent of quenching. The entire process results in a decreased fluorescence, which is presented as a melting peak when the negative derivative of the rate of change in fluorescence is calculated by the LightCycler’s software. The fact that this signal is only apparent from reaction mixes containing an excess of sense primer which achieve an early plateau of signal suggests that there is an excess of intact fluorogenic oligoprobe.

Hoogen et al. in their prospective studies of children who presented to a medical center with respiratory tract disease and were found to be RT-PCR positive for hMPV (14).

Neither of our assays cross-reacted with nucleic acids purified from the other common microbial agents of respiratory tract disease. This was examined both at the level of amplification and at the level of detection by testing the specificity of the oligoprobes.

In our conventional RT-PCR assay, we replaced dTTP in the nucleotide mix with twice as much dUTP in order to allow the use of uracil-N-glycosylase pretreatment to control a possible contamination event. However, to date the careful separation of mix preparation, template addition, and postamplification areas as well as the use of dedicated lab coats, pipettes, and filtered pipette tips has protected this assay from contamination.

While optimizing the ELAHA, we applied an asymmetric primer mix designed to produce more of the strand to which the oligoprobe hybridized. We found that this improved the sensitivity of the assay at least twofold. This was in addition to a 512-fold improvement in amplicon detection compared to agarose gel electrophoresis.

FIG. 5. Using the same weakly positive patient sample that was used for Fig. 4, hMPV RNA was amplified by single-round RT-PCR using asymmetric primers with a fivefold excess of the sense primer, MPV01.2 (broken line), or of the antisense primer, MPV02.2 (solid line). The kinetic curves indicate that the latter primer mix is superior (A) and this is confirmed by the melt analysis which shows incomplete oligoprobe hydrolysis when using more of the sense primer (B).
and that this may be a useful marker of the efficiency of a real-time PCR using this detection chemistry.

We discovered that although the two assays possessed equal analytical sensitivity, the real-time RT-PCR was more sensitive than the RT-PCR–ELAHA in clinical studies. This could be caused by differential effects due to the presence of inhibitors of the RT or PCR steps in the conventional assay or differences caused by differential effects due to the presence of inhibitors – such as inhibitors caused by amplicon. Thus, it is the preferred choice for detecting the presence of a newly described viral pathogen in the routine laboratory, proving considerably more reliable than cell culture for diagnosing hMPV infection.

In conclusion, we have compared two rapid molecular diagnostic approaches for the amplification and detection of hMPV RNA. These assays can also be used to examine and define an improved model for culturing hMPV, which currently relies upon cell lines that show little to no effect of hMPV replication. The results show that although the analytical sensitivities of the assays were identical, upon testing the assays using clinical samples, the real-time RT-PCR had an improved sensitivity, was faster and more cost-effective, and greatly reduced the likelihood of environmental contamination by amplicon. Thus, it is the preferred choice for detecting hMPV infection.

ACKNOWLEDGMENTS

This work was supported by the Royal Children’s Hospital Foundation grant number 922-034, which was sponsored by the Woolworths “Care for Kids” campaign, and number R912-006, which supported this work.

We thank Andreas Nitsche for useful discussions and Katherine Arden for critical review of the manuscript.

REFERENCES


