Spectra MRSA, a New Chromogenic Agar Medium To Screen for Methicillin-Resistant *Staphylococcus aureus*\(^\text{v}\)

Jess F. Peterson,\(^2\) Katherine M. Riebe,\(^1\) Gerri S. Hall,\(^3\) Deborah Wilson,\(^3\) Susan Whittier,\(^4\) Elizabeth Palavecino,\(^3\) and Nathan A. Ledebor\(^1,\)\(^,\)\(^2,\)\(^4\)

Dynacare Laboratories, Milwaukee, Wisconsin\(^1\); Department of Pathology, Medical College of Wisconsin, Milwaukee, Wisconsin\(^2\); Clinical Microbiology, Cleveland Clinic Foundation, Cleveland, Ohio\(^3\); Clinical Microbiology Service, Columbia University Medical Center, New York, New York\(^4\); and Clinical Microbiology, Wake Forest University Baptist Medical Center, Winston-Salem, North Carolina\(^5\)

Received 12 August 2009/Returned for modification 22 September 2009/Accepted 22 October 2009

A novel chromogenic medium, Spectra MRSA (Remel, Lenexa, KS), was designed to detect methicillin-resistant *Staphylococcus aureus* (MRSA) rapidly and more efficiently than traditional media (i.e., tryptic soy agar with 5% sheep blood [SBA] and mannitol salt agar [MSA]). A multicenter study (including four clinical trial sites and the Medical College of Wisconsin [MCW] Milwaukee, WI) compared the performance characteristics of Spectra MRSA to those of the traditional media for the detection of MRSA. For this study, 767 nasal swab specimens from the multicenter study (traditional medium used, SBA) and 667 nasal swab specimens from MCW (traditional medium used, MSA) were plated on each test medium and examined after 24 and 48 h of incubation. At 24 h, the sensitivity and the specificity of each medium were as follows: in the multicenter study, 95.4% and 99.7%, respectively, for Spectra MRSA and 93.6% and 100%, respectively, for SBA; at MCW, 95.2% and 99.5%, respectively, for Spectra MRSA and 88.7% and 94.0%, respectively, for MSA. The positive predictive values of each medium at 24 h were as follows: in the multicenter study, 98.1% for Spectra MRSA and 100% for SBA; at MCW, 95.2% for Spectra MRSA and 60.4% for MSA. In our evaluation, we found that Spectra MRSA was able to rapidly identify and differentiate methicillin-resistant *S. aureus* from methicillin-susceptible *S. aureus* on the basis of the utilization of chromogens that result in denim blue colonies, thus eliminating the need for biochemical analysis and antimicrobial susceptibility testing. Extending the incubation beyond 24 h did not significantly improve the recovery of MRSA and resulted in decreased specificity.

A significant effort has been put forth to determine effective infection control practices that may be used to limit the spread of methicillin-resistant *Staphylococcus aureus* (MRSA) and minimize its impact on patient care and hospital budgets in response to the increasing rates of occurrence of MRSA in health care settings. Although most hospitals adhere to a policy of contact isolation and attempt to limit inappropriate antimicrobial usage, there is strong evidence that active surveillance cultures (ASCs) for patients at risk for MRSA colonization can increase the chance of identifying occult MRSA reservoirs and further limit the nosocomial spread of the organism (16). Recent reports by Salgado and Farr (17) and Lucet et al. (13) have shown that the organisms in positive cultures of clinical specimens routinely submitted from patients represent only a small fraction of the reservoir of antibiotic-resistant pathogens, and the largest source for nosocomial spread was attributed to asymptomatic, colonized patients who went unrecognized and unisolated in the absence of ASCs. Additionally, consensus suggests that a restricted formulary alone is unlikely to prevent the emergence and persistence of MRSA and that the use of contact precautions is important to prevent the spread of MRSA from colonized patients (5).

While the anterior nares are the most common site of *S. aureus* colonization and the most frequently screened and recommended site for specimen collection due to the satisfactory sensitivities of tests with that type of specimen and the ease with the specimen may be obtained (15, 18, 20), other recent studies have shown that sampling of other body sites (the oropharynx, perianal region, and groin) may enhance the sensitivity of screening for MRSA and predict the likelihood of *S. aureus* infection (3, 7, 11, 14, 22). Most importantly, it is agreed that the culture of specimens from more body sites would yield higher rates of recovery, but the increased resources required for the screening of specimens from multiple sites outweigh the incremental increase in yield that would be attained (5). In order to reduce the economic burden related to longer patient stays and higher costs associated with therapy and infection control, rapid and accurate tests for screening for MRSA are needed to guide intervention and decrease delays in the implementation of contact precautions. A lengthy turnaround time would further augment the risk for nosocomial transmission; thus, any effective screening protocol should be deemed to have a turnaround time within 24 h.

The methods currently available for screening for MRSA include standard culture, methods that use chromogenic media, and molecular-based testing. Although PCR methods have been highly acclaimed in the recent literature for their sensitivity and speed, the cost per test and the up-front laboratory cost of implementation are very high and may generate significant pressure to demonstrate cost savings in an unrealistic time frame (5). Culture methods that employ a selective chromogenic medium have been described to be less costly, more...
reliable, and faster for screening for MRSA than traditional culture (5, 8). The purpose of the multicenter study described here was to compare the performance of a novel chromogenic medium, Spectra MRSA, with that of traditional culture and validate the use of this product for screening for MRSA from nasal swab specimens.

MATERIALS AND METHODS

Patient selection criteria for study inclusion. Anterior nasal swab specimens for culture were collected from the following patient populations at each participating trial site: new hospital admissions, prior hospital admissions, admissions for culture were collected from the following patient populations at each participating trial site, the gold standard medium was always inoculated prior to inoculation by the quadrant technique. At all participating trial sites, the gold standard medium was always inoculated prior to inoculating Spectra MRSA.

Identification of MRSA on gold standard media and Spectra MRSA. Following incubation at 35°C in ambient air for 24 and 48 h, the colonies on Spectra MRSA were screened for a denim blue appearance, indicating MRSA. Suspected S. aureus colonies on SBA were catalase-positive, gram-positive cocci that demonstrated beta-hemolysis (1). Components of MSA, such as mannitol and a high NaCl concentration (7.5%), select for the growth of pathogenic staphylococci (i.e., S. aureus), which produce characteristic yellow-pigmented colonies (1). Following observation of the characteristic denim blue colonies on Spectra MRSA and the characteristic growth on the gold standard medium (as outlined above), all suspected colonies indicating MRSA (on Spectra MRSA) and S. aureus (on a gold standard medium) were subcultured to SBA. Following incubation at 35°C for 18 to 24 h, confirmatory identification and antimicrobial susceptibility testing were performed.

Confirmatory identification and antimicrobial susceptibility testing. Confirmatory identification of S. aureus from all media evaluated was performed by the latex agglutination test for the detection of clumping factor and protein A (Staphaurex; Remel). Two susceptibility testing methods were performed to confirm the oxacillin resistance of all latex agglutination test-positive isolates from each medium. Latex agglutination test-negative isolates confirmed to be S. aureus following full genus and species identification were also subjected to susceptibility testing. The first susceptibility testing method included the detection of penicillin-binding protein 2a with the Oxoid PBP 2’ latex agglutination test kit (Remel); testing was performed according to the manufacturer’s instructions. In addition, the oxacillin Etest (bioMérieux, Durham, NC) was performed to determine the MIC of each colony. A bacterial suspension equivalent to a 0.5 McFarland standard was prepared and thoroughly streaked onto Mueller-Hinton agar with 2% NaCl (MHA; Remel) with a sterilized Daeron swab. An oxacillin test strip was placed on the inoculated MHA, and the plate was incubated at 35°C in ambient air for 24 h. The MIC was interpreted after 24 h of incubation. The breakpoints for MRSA were interpreted as defined by the Clinical and Laboratory Standards Institute by using the MICs for oxacillin. MICs were interpreted as follows: ≤2 μg/mL, oxacillin sensitive; ≥4 μg/mL, oxacillin resistant; and values between 2 μg/mL and 4 μg/mL, intermediate oxacillin resistance (4).

Data interpretation and statistical analysis. A true-positive (TP) result was defined as a denim blue colony on Spectra MRSA that demonstrated characteristic features on the gold standard media (as described above) and that was identified as MRSA by the Oxoid PBP 2’ test and the oxacillin Etest (≥4 μg/mL). A false positive (FP) was defined as an isolate that exhibited typical coloration on the respective medium but was not identified as representing vancomycin-resistant enterococci by Vitek 2 or antimicrobial susceptibility testing. The result for an isolate that was confirmed to be MRSA on one medium but that did not grow on another medium was considered false negative (FN). A true-negative (TN) result was defined as the lack of typical performance characteristics on any medium. Growth characteristics combined with antimicrobial susceptibility testing results were used to calculate the sensitivity, specificity, positive predictive value (PPV), and negative predictive value (NPV) of each medium evaluated (SBA, MSA, and Spectra MRSA) at 24 and 48 h. In addition, MCW calculated the analytical specificity of Spectra MRSA. Thirteen different organisms (totaling 27 isolates) were streaked onto Spectra MRSA plates by the quadrant technique, and the plates were incubated for 48 h. Observation for denim blue colonies was performed at 24 and 48 h.

RESULTS

Spectra MRSA performance characteristics. Four geographically distinct clinical trial sites (sites A to D) yielded a total of 767 patients who were screened for nasal colonization with MRSA by using Spectra MRSA and SBA media. Following confirmation of the identity of the organism as S. aureus and oxacillin resistance, the results from sites A to D were combined to determine the sensitivities, specificities, PPVs, and NPVs at 24 and 48 h. The values for sensitivity of Spectra MRSA for the detection of MRSA at 24 and 48 h were 95.4% and 98.2%, respectively (Table 1). The sensitivities of SBA, the gold standard medium for the detection of MRSA at sites A to D, were 93.6% at 24 h and 96.3% at 48 h (Table 1). In addition, Spectra MRSA detected four MRSA colonies that were not recovered by the use of SBA. As with the sensitivity analysis,
the specificity of Spectra MRSA compared to that of SBA was calculated at 24 and 48 h. The specificity analysis showed specificities of Spectra MRSA of 99.7% at 24 h and 99.2% at 48 h (Table 1). The specificity of SBA at 24 h was 100% and remained 100% after 48 h incubation (Table 1). The PPVs and NPVs of both media are shown in Table 1. Analyses of Spectra MRSA and SBA were also performed independently for clinical sites A to D to determine the sensitivities, specificities, PPVs, and NPVs. The results for the individual site are shown in Table 2.

MCW yielded a total of 667 patients who were screened for nasal colonization with MRSA by using Spectra MRSA and MSA. Statistical analysis for each medium was performed at 24 h and 48 h, including the sensitivity, specificity, PPV, and NPV. Following confirmation of the identity of the organism as *S. aureus* and oxacillin resistance, the sensitivities of Spectra MRSA for the detection of MRSA at 24 h and 48 h were 95.2% and 96.0%, respectively (Table 3). The sensitivities of MSA, the gold standard medium used for the detection of MRSA, were 88.7% at 24 h and 87.9% at 48 h (Table 3). In addition, Spectra MRSA detected five MRSA colonies that were not recovered on MSA. The specificities of Spectra MRSA were 99.5% at 24 h and 95.2% at 48 h (Table 3). The specificities of MSA at 24 h and 48 h were 94.0% and 90.5%, respectively. The PPVs and NPVs of both media are shown in Table 3.

Furthermore, MCW determined the analytical specificity of Spectra MRSA. The following organisms were plated and incubated for 48 h: coagulase-negative staphylococci (10 isolates), methicillin-susceptible *Staphylococcus aureus* (3 isolates), *Klebsiella* spp. (2 isolates), viridans group streptococci (2 isolates), *Streptococcus pneumoniae*, a *Proteus* sp., *Escherichia coli*, a *Corynebacterium* sp., *Moraxella* spp., *Escherichia coli*, a *Pseudomonas* sp., *Streptococcus pyogenes*, and a *Enterococcus* sp. The growth of denim blue colonies was not observed on any of the plates inoculated with these organisms at 24 h and 48 h.

**TABLE 1. Sensitivities, specificities, PPVs, and NPVs of Spectra MRSA and SBA for detection of MRSA from 767 nasal swab cultures at 24 and 48 h with combined data from the clinical trial sites**

<table>
<thead>
<tr>
<th>Incubation period (h)</th>
<th>Medium</th>
<th>No. of samples with the following result:</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td>TP</td>
<td>FP</td>
<td>TN</td>
<td>FN</td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>104</td>
<td>2</td>
<td>656</td>
<td>5</td>
<td>95.4</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>102</td>
<td>0</td>
<td>658</td>
<td>7</td>
<td>93.6</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>107</td>
<td>1</td>
<td>648</td>
<td>2</td>
<td>98.2</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>105</td>
<td>1</td>
<td>657</td>
<td>4</td>
<td>96.3</td>
</tr>
</tbody>
</table>

*A TP result is defined as a denim blue colony on Spectra MRSA that demonstrated characteristic features on the gold standard media (as described in Materials and Methods) and that was identified as MRSA by the Oxoid PBP 2’ test and the oxacillin Etest (≥4 µg/ml).*

**TABLE 2. Sensitivities, specificities, PPVs, and NPVs of Spectra MRSA and SBA for detection of MRSA at 24 and 48 h for the individual clinical trial sites**

<table>
<thead>
<tr>
<th>Clinical trial site and incubation period (h)</th>
<th>Medium</th>
<th>No. of samples with the following result:</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td>TP</td>
<td>FP</td>
<td>TN</td>
<td>FN</td>
<td></td>
</tr>
<tr>
<td>Site A</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>29</td>
<td>0</td>
<td>91</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>29</td>
<td>0</td>
<td>91</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>29</td>
<td>0</td>
<td>91</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>29</td>
<td>0</td>
<td>91</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td>Site B</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>29</td>
<td>2</td>
<td>171</td>
<td>1</td>
<td>96.7</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>28</td>
<td>0</td>
<td>173</td>
<td>2</td>
<td>93.3</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>30</td>
<td>4</td>
<td>169</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>28</td>
<td>0</td>
<td>173</td>
<td>2</td>
<td>93.3</td>
</tr>
<tr>
<td>Site C</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>15</td>
<td>0</td>
<td>155</td>
<td>1</td>
<td>93.8</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>16</td>
<td>0</td>
<td>155</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>16</td>
<td>1</td>
<td>154</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>16</td>
<td>0</td>
<td>155</td>
<td>0</td>
<td>100.0</td>
</tr>
<tr>
<td>Site D</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>31</td>
<td>0</td>
<td>239</td>
<td>3</td>
<td>91.2</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>29</td>
<td>0</td>
<td>239</td>
<td>5</td>
<td>85.3</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>32</td>
<td>5</td>
<td>234</td>
<td>2</td>
<td>94.1</td>
</tr>
<tr>
<td></td>
<td>SBA</td>
<td>32</td>
<td>1</td>
<td>238</td>
<td>2</td>
<td>94.1</td>
</tr>
</tbody>
</table>

*A TP result is defined as a denim blue colony on Spectra MRSA that demonstrated characteristic features on the gold standard media (as described in Materials and Methods) and that was identified as MRSA by the Oxoid PBP 2’ test and the oxacillin Etest (≥4 µg/ml).*
lent methods for the rapid detection of MRSA. With its rapid GeneOhm MRSA PCR; GeneXpert) have proven to be excel-
sific labor that is prone to the potential for contamination (i.e., the nuc gene). Conventional PCR requires extensive, me-
ticulous labor that is prone to the potential for contamination due to the need for post-PCR processing (6). Clearly, tradi-
tional bacteriological and conventional PCR methods are time-consuming and labor-intensive, thus failing to provide the information necessary to make timely decisions on the isolation procedures and effective antimicrobial chemotherapy that should be used (10).

FDA-approved real-time PCR assays (RT-PCR) (i.e., BD GeneOhm MRSA PCR; GeneXpert) have proven to be excel-
Table 3. Sensitivities, specificities, PPVs, and NPVs of Spectra MRSA and MSA for detection of MRSA from 667 nasal swab cultures at 24
and 48 h conducted by MCW

<table>
<thead>
<tr>
<th>Incubation period (h)</th>
<th>Medium</th>
<th>No. of samples with the following result:</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td>Motor force</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td>TP</td>
<td>FP</td>
<td>TN</td>
<td>FN</td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Spectra MRSA</td>
<td>59</td>
<td>3</td>
<td>602</td>
<td>3</td>
<td>95.2</td>
</tr>
<tr>
<td></td>
<td>MSA</td>
<td>55</td>
<td>36</td>
<td>569</td>
<td>7</td>
<td>88.7</td>
</tr>
<tr>
<td>48</td>
<td>Spectra MRSA</td>
<td>95</td>
<td>27</td>
<td>541</td>
<td>4</td>
<td>96.0</td>
</tr>
<tr>
<td></td>
<td>MSA</td>
<td>87</td>
<td>54</td>
<td>514</td>
<td>12</td>
<td>87.9</td>
</tr>
</tbody>
</table>

* A TP result is defined as a demin blue colony on Spectra MRSA that demonstrated characteristic features on the gold standard media (as described in Materials and Methods) and that was identified as MRSA by the Oxoid PBP 2’ test and the oxacillin Etest (≥4 μg/ml).

**DISCUSSION**

The incidence of methicillin-resistant *Staphylococcus aureus* has increased to epidemic proportions over the last two decades in both the hospital setting and the community setting (6). Consequently, a major financial burden resulting from prolonged hospital stays is placed upon the health care system (21). In addition, invasive MRSA infections result in significantly increased rates of morbidity and mortality (21). A recent report by Klevens et al. (12) estimated that in 2007, more than 94,000 life-threatening infections and nearly 19,000 deaths in the United States were attributed to MRSA, and most of these were connected with health care settings. Preventative measures, including contact isolation, proper antimicrobial usage, and hand-washing, to curb the nosocomial spread of MRSA throughout the health care setting have been evaluated (19). However, despite the implementation of education and pre-
ventative measures, the spread of MRSA via infected and asymptomatically colonized patients continues to be a problem in the health care environment. Many recent studies have shown that the use of effective control measures, including the systematic screening of persons exposed to MRSA, can confine or even eliminate the nosocomial spread of MRSA (9). Therefore, the rapid and accurate identification of individuals harboring MRSA is paramount for effective patient care and pre-
vention of its further spread.

The traditional methods employed to identify MRSA in-
clude standard bacteriological culture with selective and/or differential medium (i.e., SBA or MSA), followed by morpho-
logical assessment and determination of biochemical charac-
teristics and antimicrobial susceptibilities. However, identifica-
tion and susceptibility testing usually require 2 to 4 days to
achieve definitive results. Other methods used for MRSA de-
tection, including conventional PCR technology, amplify the DNA obtained from clinical isolates by targeting the MRSA-
specific mecA gene and an *S. aureus* species-specific marker (i.e., the nuc gene). Conventional PCR requires extensive, me-
ticulous labor that is prone to the potential for contamination due to the need for post-PCR processing (6). Clearly, tradi-
tional bacteriological and conventional PCR methods are time-consuming and labor-intensive, thus failing to provide the information necessary to make timely decisions on the isolation procedures and effective antimicrobial chemotherapy that should be used (10).

Turnaround time and exceptional testing accuracy, RT-PCR has proven to be ideal in a clinical setting of moderate MRSA endemicity where large numbers of screens need to be processed on a daily basis. However, the implementation of RT-PCR in small, community-based hospitals may be unfeasible due to limited work space (i.e., separate rooms for pre-PCR, PCR, and post-PCR work to prevent amplicon contamination), up-front costs, and the cost per test. The expenses and work-
load of a single PCR exceed the demands of testing one clinical specimen for the presence of MRSA (10). Bischof et al. (2) compared the following chromogenic media to BD GeneOhm MRSA (BD Diagnostics, San Diego, CA) for the detection of MRSA from nasal swab specimens: CHROMagar MRSA (BBL; Becton Dickinson, Franklin Lakes, NJ), MRSASelect (Bio-Rad, Hercules, CA), Spectra MRSA, and MSA-FX. A clear analytical advantage between the use of RT-PCR and chromogenic media was not demonstrated, and the investiga-
tors thus concluded that laboratory-specific factors (i.e., costs, turnaround time, and technical expertise) would play a significant role in deciding between screening methods.

Clinical trial sites A to D compared the performance of Spectra MRSA to that of the gold standard medium, SBA, for the detection MRSA from nasal swab specimens. The sensitiv-
ities of Spectra MRSA at 24 and 48 h were 95.4% and 98.2%, respectively, representing results better than those achieved with SBA, which had sensitivities of 93.6% at 24 h and 96.3% at 48 h. A total of five false-negative results were reported on Spectra MRSA from sites B to D at 24 h. Site D produced three false-negative results, and these were attributed to the inoculation of multiple plates with specimens containing low densities of MRSA and the fact that Spectra MRSA plates were inoculated last. The remaining two false-positive (FP) results (sites B and C, each of which produced one FP result) were attributed to a failure to correctly identify denin blue colonies, an inherent limitation of any subjective test. Under-
lying this issue is the importance of technician training to correctly identify the presence of denin blue colonies. Com-
parison of the specificity of Spectra MRSA and SBA indicated that the differences were negligible, with the specificities being 99.7% at 24 h and 99.2% at 48 h for Spectra MRSA and 100% at both 24 h and 48 h for SBA. However, methicillin-sensitive *S. aureus* and coagulase-negative *Staphylococcus* sp. colonies were commonly observed on SBA medium at 24 h, thus ne-
cessitating the need for identification and resistance confirma-
tion.

The Medical College of Wisconsin compared the perfor-
mance of Spectra MRSA to that of the gold standard medium MSA for the detection of MRSA from nasal swab specimens. The sensitivities of Spectra MRSA at 24 and 48 h were 95.4% and 96.0%, respectively, producing results far superior to those achieved with MSA, which resulted in an 88.7% sensitivity at 24 h and an 87.9% sensitivity at 48 h. A total of three false-negative results were reported on Spectra MRSA at 24 h, and these were attributed to low specimen inocula. The specificity of Spectra MRSA was better than that of MSA, with Spectra MRSA having specificities of 95.5% at 24 h and 95.2% at 48 h and with MSA having specificities of 94.0% at 24 h and 90.5% at 48 h. Similar to SBA medium, colonies of methicillin-sensi-
tive S. aureus and coagulase-negative Staphylococcus spp were commonly observed on MSA medium at 24 h, thus requiring further identification and resistance testing.

Spectra MRSA was developed as a selective and differential chromogenic medium for screening for MRSA on the basis of the utilization of chromogens that result in denim blue colo-
nies. The data presented in this article demonstrate that Spectra MRSA is able to rapidly identify and differentiate methicillin-resistant S. aureus from methicillin-susceptible S. aureus without the additional steps of identification and resistance confirmation, thus allowing technologists to perform other lab-
oratory duties. In addition, the low cost of Spectra MRSA would provide a practical and affordable means for health care facilities of all sizes to implement an effective screening method to detect and reduce the spread of MRSA.

ACKNOWLEDGMENT
Thermo Fisher Scientific, Remel Products, provided material sup-
port to conduct this trial.

REFERENCES
dards for antimicrobial susceptibility testing. 19th informational supple-
ment, vol. 29, no. 3. M100-S19. Clinical and Laboratory Standards Insti-
tute, Wayne, PA.
107.
1884.
resistant Staphylococcus aureus infections: adapting to a changing epidemi-
13. Lucet, J. C., K. Grenet, L. Armand-LeFebre, M. Harnal, E. Bouvet, B. Reg-
nier, and A. Andremond. 2005. High prevalence of carriage of methicillin-
resistant Staphylococcus aureus at hospital admission in elderly patients: implications for infection control strategies. Infect. Control Hosp. Epide-
miol. 26:121–126.
14. Muto, C. A. 2006. Methicillin-resistant Staphylococcus aureus control: we didn’t start the fire, but it’s time to put it out. Infect. Control Hosp. Epide-
miol. 27:111–115.
18. San
1121–126.
resistant Staphylococcus aureus infections: adapting to a changing epidemi-
ERRATUM

Spectra MRSA, a New Chromogenic Agar Medium To Screen for Methicillin-Resistant Staphylococcus aureus

Jess F. Peterson, Katherine M. Riebe, Gerri S. Hall, Deborah Wilson, Susan Whittier, Elizabeth Palavecino, and Nathan A. Ledeboer

Dynacare Laboratories, Milwaukee, Wisconsin; Department of Pathology, Medical College of Wisconsin, Milwaukee, Wisconsin; Clinical Microbiology, Cleveland Clinic Foundation, Cleveland, Ohio; Clinical Microbiology Service, Columbia University Medical Center, New York, New York; and Clinical Microbiology, Wake Forest University Baptist Medical Center, Winston-Salem, North Carolina


Page 217, Table 2: The seventh entry in the “Specificity (%)” column (corresponding to site B at 48 h of incubation on Spectra MRSA medium) should read “88.2.”