Robust Hepatitis B Virus Genotyping by Mass Spectrometry

L. Ganova-Raeva, S. Ramachandran, C. Honisch, J. C. Forbi, X. Zhai, and Y. Khudyakov

Division of Viral Hepatitis, Centers for Disease Control and Prevention, Atlanta, Georgia; Sequenom, Inc., San Diego, California; and Jiangsu Centers for Disease Control, Jiangsu, China

Received 22 April 2010/Returned for modification 13 August 2010/Accepted 25 August 2010

Genotyping of hepatitis B virus (HBV) is important for tracking HBV infections, prognosticating the development of severe liver disease, and predicting outcomes of therapy. Current genotyping methods can be laborious and costly and rely on subjective data interpretation. To identify less expensive but equally reliable alternatives, we compared “gold standard” sequencing to a novel mass spectrometry approach. Sera from individuals with acute or chronic HBV infection (n = 756), representing all genotypes, were used to PCR amplify the HBV S gene. All amplicons were subjected to base-specific cleavage and matrix-assisted laser desorption ionization–time-of-flight mass spectrometry (MALDI-TOF MS). The resulting mass peak patterns were used to identify HBV genotype by automated comparison to peak patterns simulated from reference sets of HBV sequences of known genotypes. The MALDI-TOF MS data and phylogenetic analysis of HBV sequences produced completely concordant results. Several parameters such as genetic relatedness of tested HBV variants to the reference set, chronic infections, and the quality of PCR products can lower the MS score but never affected the accuracy of the genotype call. This new streamlined MS-based method provides for rapid and accurate HBV genotyping, produces automated data reports, and is therefore suitable for routine use in diagnostic settings.

Hepatitis B virus (HBV) infection is a major cause of morbidity and mortality across the world, 350 million people are currently estimated to be chronically infected with the virus, and 660,000 deaths have been reported from HBV-related liver disease and cancer. HBV is genetically diverse and has been classified into 8 genotypes and 24 subtypes (4, 25). HBV genotyping is an important molecular epidemiological tool for tracking HBV infections. In clinical practice, the HBV genotype has been associated with severity and progression of chronic hepatitis B, the response to anti-HBV therapy, and the risk of liver cancer (13, 19).

Currently, the most accurate approach to HBV genotyping is based on direct dideoxy sequencing of DNA amplified from discrete regions of the HBV genome, followed by phylogenetic analysis of these sequences (10, 16, 29). This approach is considered the “gold standard,” but it is laborious and thus not suitable for use in routine public health or clinical practice. Restriction fragment length polymorphism (RFLP) analysis (11, 27) significantly simplified genotype detection; however, this approach has limited sensitivity. The Trugene method, a standardized and largely automated polymerase gene-sequencing assay, produces only up to 86% of interpretable data (3, 24, 33). Multiplex PCR requires the use of many sets of primers (10, 23), so its efficacy is reduced should the target templates have highly variable sequences. Real-time PCR, although applicable for genotyping, is better suited for viral load quantification (9). The DNA chip (30–32), based on a hybridization technology, efficiently detects HBV genotypes but requires the test sample to carry a viral load greater than 1,000 IU/ml, and its sensitivity is diminished to ~90% for certain genotypes. It has low throughput and is costly, which limits its wider application (32). The InnoLipa assay, based on reverse hybridization, is one of the more widely used technologies in clinical laboratories (17, 21, 26). It is accurate and capable of discriminating genotypes in mixed-HBV infections; however, it is relatively costly and not open-ended to detect emerging variants.

The MassARRAY system based on nucleic acid analysis by matrix-assisted laser desorption ionization time-of-flight mass spectrometry (MALDI-TOF MS) provides an alternative approach to HBV genotyping. MALDI-TOF MS has the capacity to discriminate single-point mutations. Specific primer extension into the sites of interest has successfully been applied to detect up to 60 single-nucleotide drug resistance mutations in the HBV polymerase gene (16) and to genotype HBV (12, 14). The MassARRAY system of MALDI-TOF MS is capable of detecting wild-type and mutant alleles and can identify mixes if the minority type is present at >10% (2). This technology is less costly and easy to use as it is amenable to automation and has already found application in other disease evaluations, bacterial typing, and cancer marker detection. In this study, we report the development and assessment of a novel approach to HBV genotyping based on the MassARRAY system.

MATERIALS AND METHODS

Test specimens. Serum samples from HBV PCR-positive patients with acute HBV infection collected between 1999 and 2006 in the U.S. (n = 705) and chronic hepatitis B collected during 2007 in Central Africa (n = 51) and referred to Centers for Disease Control and Prevention in Atlanta, GA, were used. All were also genotyped using DNA dideoxy sequencing followed by phylogenetic analysis (10). The ClustalW algorithm (Lasergene v.8; DNASTAR, Madison, WI) was used for the phylogenetic analysis and to derive the sequence distance data. Normal human sera (n = 12) were used as HBV PCR-negative controls.

PCR, post-PCR processing, and MALDI-TOF MS protocol. Total nucleic acid was extracted from 100 μl of each serum and recovered in 50 μl of elution buffer (MagnaPureLC; Roche, Inc., Indianapolis, IN). Ten microliters was used for

* Corresponding author. Mailing address: Centers for Disease Control and Prevention, 1600 Clifton Rd. NE, MS A-53, Atlanta, GA 30329. Phone: (404) 639-1158. Fax: (404) 639-1563. E-mail: lkg7@cdc.gov.

† Published ahead of print on 1 September 2010.
nested PCR with HBV-specific primers for the amplification of a 441-bp fragment encompassing the α-determinant of the HBV S gene. The thermal conditions for the first-round amplification were initial denaturation at 95°C for 10 min, followed by 35 cycles of 95°C for 30 s, 48°C for 1 min, and 72°C for 1 min. Those for the second-round amplification were initial denaturation at 95°C for 10 min, followed by 30 cycles of 95°C for 30 s, 55°C for 1 min, and 72°C for 1 min. The real-time PCR was conducted by using Fast Start SybrGreen (Roche) on a Mx3005P real-time instrument (Stratagene, Cedar Creek, TX). The first-round PCR primers were 179F (5′-CAG GGA CCC CTC TTC GTG TT-3′) and 704R (5′-CAG TCG AAC TCA GGA AAT GCC GCT-3′), and the second-round PCR primers were 217F (5′-CGA TTT AGG TAC TAT AGA AGA-3′) and 658R (5′-CTT GGT CCT GAA GAG AAT CCT CAC AAT ACC-3′) and 658R (5′-CTT GGT CCT GAA GAG AAT CCT CAC AAT ACC-3′). All of the PCR products were desalted by adding deionized water and 6 mg clean resin (Sequenom, Inc., San Diego, CA) to each well. Fifty nanoliters of cleaned products were amplified in a microtiter plate (Axygen, Inc., San Diego, CA) on a 384-spot SpectroCHIP (Sequenom, Inc.).

**RESULTS**

**Simulation experiments.** To examine if the MassARRAY system patterns could discriminate accurately between the different HBV genotypes, we ran simulation experiments with 10 pilot reference sets. Each set was comprised of eight unique sequences, one from each genotype, randomly selected from the large reference set. The divergence between nucleotide sequences in each pilot reference set ranged from 3.2% to 8.9%. These simulations are summarized in Fig. 1 and show that the peak patterns obtained using all four base-specific reactions (TF, TR, CF, and CR) allow for a complete differentiation of all HBV genotypes. Combinations of any two or three mononucleotide cleavage reactions also provided reliable discrimination for all of the samples. If only single reactions were considered, 2.5% of samples were genotyped with low power. However, the power value was >0 in all cases.

To examine the utility of the MS patterns to distinguish correctly between subtypes, simulations were also conducted using reference subsets including only unique sequences from a single subtype (for genotype A, n = 43; for B, n = 23; for C, n = 32; for D, n = 31, for E, n = 5; for F, n = 13; for G, n = 3; and for H, n = 3) and covering all possible combinations of any two genotypes. The percentages of divergence between all HBV genotypes and within all genotypes are shown in Table 1. All low-power discrimination instances were found between sequences of the same genotype with percentages of divergence of the underlying sequences ranging from 0.1% to 2%. Low-power discrimination values were never observed between genotypes. The contribution of the individual cleavage reactions to genotype discrimination did not vary significantly (P = 0.4329; analysis of variance [ANOVA]).

The simulation data showed that reliable genotype identification could be achieved with all four reactions. Single successful reactions also produced accurate genotype calls with power >0. This observation indicates redundancy in the MS data and therefore lends confidence to genotype calling based on all four reactions.

**Experimental validation of simulations.** A pilot set of 12 HBV PCR-negative controls and 84 randomly chosen PCR-
positive specimens were tested using MS patterns. HBV strains from all positive specimens were genotyped by phylogenetic analysis of their S gene amplicon sequences. Genotyping was conducted using the large reference set of unique S gene sequences. All reported genotypes were correctly identified by using the default cumulative score of all four reactions. All products from negative specimens resulted in scores (mean of 0.1413 and standard deviation [SD] of 0.104), based on all four reactions. To confirm that the genotype analysis was sequence specific, we analyzed the spectra from the same chip using the irrelevant reference set consisting of HBV core gene sequences. The scores of all specimens against the irrelevant reference set were (mean, 0.145; SD, 0.099) for all specimens. All amplicons tested against the S gene large reference set resulted in cumulative scores of (mean, 0.8197; SD, 0.097) using all four reactions. The difference between the mean scores from negative controls and PCR-positive tests was significant (P < 0.0000012). Based on these results, the value 0.6 was selected as the cutoff to assign genotype.

The data were also analyzed using the 332 single-nucleotide reactions from positive specimens (84 specimens with each specimen undergoing 4 reactions) separately against the large reference set. We found that each single reaction also produced the correct genotype call. Nineteen (4.7%) of the single-nucleotide reactions were assigned failing scores by the software. These reactions were not of sufficient quality or were altogether absent. Twelve of the specimens had one failed reaction out of the four, two had two failed reactions, and one had three failed reactions. All of these 15 specimens were analyzed as a separate group (designated “pos*”). There was no significant difference in their mean cumulative score when compared to the scores for the rest of the positive specimens. All specimens containing failed reactions were genotyped correctly regardless of the number of failed reactions, and their relevant scores are shown in Fig. 2.

### TABLE 1. Inter- and intragenotype divergence among the 153 sequences of the large reference set

<table>
<thead>
<tr>
<th>Genotype</th>
<th>% nucleotide divergence a</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>0.2–5.0</td>
</tr>
<tr>
<td>B</td>
<td>0.2–3.5</td>
</tr>
<tr>
<td>C</td>
<td>0.2–4.3</td>
</tr>
<tr>
<td>D</td>
<td>0.2–3.3</td>
</tr>
<tr>
<td>E</td>
<td>0.2–0.7</td>
</tr>
<tr>
<td>F</td>
<td>0.2–2.8</td>
</tr>
<tr>
<td>G</td>
<td>0.2–0.8</td>
</tr>
<tr>
<td>H</td>
<td>0.2–0.4</td>
</tr>
</tbody>
</table>

a The numbers represent the percentages of nucleotide divergence between and within the genotypes based on a 441-bp fragment of the HBV S gene.
A group consisting of HBV core gene sequences (irrelevant; n = 240). The ordinate displays the score values. The box represents the first through the third quartile of the data, the median is denoted with a "-" sign, and the whiskers spread to the minimum and the maximum values. A dotted line is drawn at the genotype cutoff value of 0.6. (B) Score data from the 15 specimens of the pilot experiment that had at least one reaction failure. The scores were calculated after analysis of all four mononucleotide reactions, TF, TR, CF, and CR separately (open shapes). The black circles are the cumulative scores acquired using all four reactions and the same reference set. Each vertical gridline contains all five data scores (TF, TR, CF, CR, and cumulative) from one specimen. Dotted line denotes the genotype cutoff value of 0.6. All values below the cutoff represent individuals failed nucleotide reactions.

The sample set had a wide range of viral titers (from 1E+1 to 1E+14 genome copies/ml) and scores, and this is shown in Fig. 3. The calculated correlation (0.013) between the viral titer and the matching score for all collected data from PCR-positive amplicons (n = 756), including tests run in duplicates (n = 365; total, 1,121), indicated that the viral titer did not affect the quality of genotype calling.

Effect of the quality of individual base-specific cleavage reactions. To evaluate the contribution of the individual reactions to the accuracy of the genotype identification, the rates of reaction failure and incorrect identification were analyzed. We found that 8.3% of the single reactions failed processing (i.e., had scores below the genotype call cutoff of 0.6). All positive single reactions provided 100% correct genotype calls, when utilized individually for sample identification. At the subtype level, a small call error rate of 4.3% was found to be consistent with the simulated low-power discrimination within the boundaries of any one genotype. All data were separated by groups of tests that had one (17.7%), two (4.6%), or three (2.0%) failed reactions or no failed reactions (75.7%) and reanalyzed. Figure 4A shows box plots comparing the data sets with different reaction success rates. Only the group with three failed reactions revealed a significant decrease in the mean score (P = 0.0356). Nevertheless, this decrease in the score did not affect the accuracy of the genotype call.

Effect of amplicon degradation. Some of the PCR-positive specimens could not be typed with a reproducible score of >0.6 in duplicate experiments when the PCR products were stored longer than 2 months at −20°C (Fig. 4B). The average scores decreased by 27.2% from 0.938 to 0.683, which represents a significant difference (P < 0.000001). We attribute this decline in the score to amplicon degradation during the prolonged storage period before assay. The cases that were not typed by MS after the prolonged storage were found to have viral loads of <51,000 genome copies/ml.

Effect of the complexity of the reference set. To test how the content of the reference set affects the score of the genotype calls, the MS output was analyzed with three different reference sets (see Materials and Methods). The minimal reference set (n = 15) had a genetic divergence of 0.9% to 7.2%, the large reference set (n = 153) had genetic divergence of 0.2% to 11.5%, and the enriched reference set (n = 220) had genetic divergence of 0.2% to 11.7%. Figure 5 shows the effect of these reference sets on the scores. No significant difference was observed between scores obtained when using the large and the enriched sets. Their matching scores had means of 0.817 (SD, 0.097) and 0.794 (SD, 0.109) which is a difference of 0.023 (95% confidence interval: 0.003–0.043) and is not significant (P = 0.0596).
0.059) and 0.826 (SD, 0.049), respectively. The matching scores against the minimal reference set had a mean of 0.799 (SD, 0.079). The difference between this mean and the mean of the two larger reference sets is significant (P < 0.034). The observed greater spread of the data shows that a lack of close sequences in the minimal reference set is reflected in the score.

While the mean score did not undergo significant change between the larger sets, the minimal reference set missed 11 of the PCR-positive specimens, as their scores fell below the genotype cutoff. Eight of the 11 cases, which resulted in the lowered scores, were obtained from amplicons of HBV variants that had identity to the genetically closest sequence from the minimal reference set, ranging from 84.9% to 98.8%.

**Effect of genotype.** To determine whether the genomic context of the genotype itself has any effect on the score, the data for each genotype were analyzed separately. No significant differences in the score means were found for genotypes A, B, C, D, F, and H. Genotypes E and G were, however, associated with lower scores (Fig. 6A). Two confounding factors were noted to affect those scores. First, genotype G sequences from two specimens contained small insertions differentiating them from the reference sequences, thus resulting in a lower matching score. Because of the small overall number of specimens carrying genotype G HBV, these lower scores skewed the data spread. The second factor was found when examining the genotype E entries. Most of them (86.4%) were collected from chronically infected patients residing in Central Africa, while specimens from all other genotypes were collected from acutely infected U.S. patients. Owing to a longer duration of infection, HBV strains from chronically infected patients have greater opportunity to accumulate mutations resulting in substantial intrahost genetic heterogeneity compared to HBV strains recovered from patients with recently acquired infection. To evaluate this potential factor, we proceeded to analyze the effect of complexity of the intrahost HBV population on the score.

**Effect of intrahost HBV complexity.** The mean score for the acute infection specimens (n = 705) was 0.823 (SD, 0.1); however, the chronic infection set (n = 51) had a mean score of 0.702 (SD, 0.044). All chronic case specimens were tested in duplicate experiments and yielded completely concordant genotype and score results. Box plots of the data spread are shown in Fig. 6. This statistically significant difference (P < 0.00001) prompted further analysis of factors influencing the quality of the score. Using the inherent feature of iSEQ to extract novel sequences, all genotype E sequences were inferred from the MS data and applied to enrich the existing reference set. This addition of sequences that represent a closer match to the MS profiles increased the mean score of the chronic infection set to 0.785 (SD, 0.045); this change was significant (P = 0.0383). These results are shown in Fig. 6A and B, and they show that enriching the reference set improved the scoring. However, the enriched reference data set did not provide perfect matches, and the mean remained lower than for HBV genotypes identified in incident cases. Analysis of HBV strains from chronic infection specimens showed the presence of additional genotype G variants in three specimens, genotype D in two specimens, and more than one HBV genotype E strain in the other specimens (data not shown), suggesting that the genetic complexity of samples also affects the score of HBV genotype calls.
DISCUSSION

The new HBV genotyping approach described here takes advantage of the MassArray technology, which is based on MALDI-TOF MS (28). Using four nucleotide-specific cleavage reactions of RNA molecules transcribed in vitro from HBV PCR products, the MassArray system generates MS patterns that are automatically compared to simulated MS patterns of sequences derived from known HBV genotypes. The evaluation determined this assay method to be accurate in identifying all eight HBV genotypes. The data showed complete concordance with results obtained by using phylogenetic analysis of PCR-amplified HBV S gene sequences. Each single-nucleotide reaction provided accurate genotype matching to the reference set, thus, with the added redundancy of three more reactions, contributing to reliability of the assay. Repeated testing of same specimens resulted in accurate genotype detection with a similar score, indicating that the assay is reproducible.

The assay is cost-effective because of its relatively high throughput, and it is approximately half the price of sequencing and is 15 times less expensive than InnoLipa. The assay is rapid: in our laboratory, the technology allows for testing 960 specimens per day without requiring any additional analysis and data interpretation by the operator after the data collection is completed. This technology platform is very versatile; it has been used for bacterial typing and is finding application for cancer single nucleotide polymorphism (SNP) screening. The iSEQ approach has been developed as a resequencing tool capable of detecting single-nucleotide polymorphisms (2). It provides the opportunity to detect the presence of new sequence variants and automatically adds them to the reference database. This important feature makes the assay extremely flexible and immediately suitable for detection of new variants without the need to make any additional changes to the assay itself. The MassCLEAVE approach employed in the HBV genotyping assay is based on interpretation of the patterns of RNA fragments generated from PCR products after transcription and base-specific cleavage with RNase A (28). Thus, any factors that can affect the pattern of the RNA cleavage products may contribute to the decline of the MS signal used for genotype calling. For example, any RNA molecules generated through transcription of incomplete or degraded PCR products or PCR products of a mixed population of closely related HBV variants could significantly reduce the genotyping score. We examined many of the factors that may influence the outcome of the assay: viral titer, genotype, reference set, PCR and MS product quality, and genetic complexity of the specimen. We found that these factors either do not significantly affect the assay performance (e.g., titer, genotype, or single or double reaction failure) or, if they do, can be reliably controlled (e.g., sample storage, PCR product quality, and content of the reference set).

The major challenge for the assay is ultimately presented by the viral heterogeneity itself. The HBV polymerase lacks proofreading activity and generates multiple variants to combat the immune response of the host and to develop drug resistance and even vaccine escape mutations (5, 15, 20). Consequently, the virus in the host exists as a mixture of sequence variants that are discretely different from each other, with differences becoming more pronounced if viral persistence is maintained or the host comes under the influence of antiviral drugs. These genetic differences may accumulate during long-term infection and contribute to the complexity of the MS patterns detected here. Additionally, HBV variants containing many or rare mutations that are not represented in the reference set may be genotyped with a low MS signal score.

Our data show that HBV heterogeneity can be accommodated by the MALDI-TOF assay without affecting its accuracy. For example, the lower MS scores detected for HBV genotypes E and G compared to the other six genotypes were found to be related to genetic differences between the tested and reference sequences for genotype G and to intrasample genetic complexity for genotype E. The lower scores obtained for HBV genotypes insufficiently represented in the reference set can be improved with future submissions of novel sequences to the set. However, the intrasample heterogeneity may be accommodated differently. With all other aforementioned factors being effectively controlled, scores between 0.6 and 0.8 suggest increased complexity of the sample (i.e., the presence of viral
variants of or different coinfecting genotypes or the presence of sequence that is not close to any of the reference sequences used). Samples from acute cases are generally expected to be associated with lower intrahost HBV heterogeneity than chronic cases because of the transmission bottlenecks and limited intrahost evolution. Accordingly, lower scores for acute cases were found to be related to mismatches between tested and reference sequences. When the chronic cases were additionally analyzed by the endpoint limiting-dilution PCR and sequencing approach (22), it was shown that indeed all of these cases contained many genetically distant intrahost HBV variants of genotype E as well as five specimens that were found to contain additional HBV variants of different genotypes (data not shown). In terms of data interpretation, the matching of these mixed populations to a single consensus sequence from the reference set inevitably results in lowered scores, because the consensus match cannot contain all of the single-nucleotide variability existing in a given specimen. However, the important observation was that genotype calls were always correct, even if only single reaction was used. The MS assay can undoubtedly benefit from more extended testing of chronic cases representing all genotypes, so that accurate assessment could be made on the effect of genetic heterogeneity on the assay accuracy. The assay could also benefit from further validation with more specimens from patients infected with different HBV genotypes.

The HBV genotype assay developed in this study does not discriminate among HBV variants that may be found in a given specimen and therefore can genotype only the dominant HBV variants. Mixed-genotype infections may result in a lower score to discriminate among HBV variants that may be found in a given HBV genotypes.


