Rapid Detection of Herpes Simplex Virus and Varicella-Zoster Virus Infections by Real-Time PCR

Manfred Weidmann, Ursula Meyer-König, and Frank T. Hufert*

Department of Virology, Institute for Medical Microbiology and Hygiene, University of Freiburg, 79104 Freiburg, Germany

Received 7 August 2002/Returned for modification 1 November 2002/Accepted 3 January 2003

The herpes simplex viruses types 1 and 2 (HSV-1 and HSV-2) and varicella-zoster virus (VZV) can cause life-threatening infections of the central nervous system and lead to severe infections in immunocompromised subjects and newborns. In these cases, rapid diagnosis is crucial. We developed three different real-time PCR assays based on TaqMan chemistry for the LightCycler instrument to detect HSV-1, HSV-2, and VZV. When the TaqMan assays were compared to our in-house nested PCR assays, the test systems had equal sensitivities of ≤10 plasmid copies per assay. When clinical samples were investigated by TaqMan PCR to detect HSV-1, HSV-2, and VZV DNA, 95, 100, and 96% of the samples determined to be positive by nested PCR, respectively, were positive by the real-time PCR assays. The specificities of all PCR assays were almost 100%. Furthermore, the TaqMan PCR assays could be performed within 2.5 h, whereas nested PCR results were available after 9 h. In addition to offering more rapid results, the TaqMan PCR assays appear to be less expensive than nested PCR assays due to less hands-on time. In summary, TaqMan PCR is an excellent alternative to conventional nested PCR assays for the rapid detection of HSV-1, HSV-2, and VZV in clinical samples.

Herpes simplex viruses types 1 and 2 (HSV-1 and HSV-2) cause a variety of clinical symptoms in the central nervous system (CNS). In immunocompromised patients, the virus leads to severe clinical outcomes, including mucocutaneous disease and pneumonia. At delivery, HSV can be transmitted to the newborn and, following this exposure, can cause severe disseminated infections and death.

The varicella-zoster virus (VZV)—the causative agent of chicken pox and shingles—can also cause severe systemic infections of the CNS and the respiratory tract in immunocompetent individuals as well as in immunocompromised patients. The latter may also suffer from disseminated diseases of multiple organ systems.

Rapid laboratory diagnosis is urgently needed to distinguish HSV from VZV infections when the CNS is involved, especially in cases with clinically confusing dermal manifestations. Furthermore, rapid diagnosis of HSV and VZV infections is crucial in neonates to prevent a lethal outcome of disease (8, 9). Today, effective therapy of HSV and VZV infections is possible with antiviral drugs such as acyclovir. However, therapy must be initiated very early after the onset of disease to decrease lethality and to minimize the number of patients sustaining persistent neurological damage (15). Thus, the ability to rapidly diagnose HSV and VZV infections is a key feature in the virology laboratory. Molecular diagnostic assays using PCR are the standard for detecting herpesvirus infections of the CNS (1, 2, 10). Modifications of the basic PCR technique have been used to increase the sensitivity of detection of the viruses, e.g., by using nested PCR assays. Although very sensitive, this technique has the disadvantage of being highly susceptible to contamination, potentially leading to false-positive results (12).

Real-time PCR assays are based on the TaqMan chemistry or the HydProbe system (6, 7, 11, 16). Both systems combine a standard PCR with a fluorometer readout in a closed system. Real-time PCR also allows the detection of double-stranded DNA by SYBR Green technology. However, the use of individual TaqMan probes is superior to SYBR Green technology because TaqMan probe assays are more specific and lack false-positive results due to nonspecific amplification products, which are detected by SYBR Green technology.

Since real-time PCR allows a rapid detection of viral genomes in clinical specimens and is easy to use in a clinical laboratory, different real-time PCR assays for the detection of HSV and VZV have been developed recently (3–5, 9, 13).

The aim of this study was to develop three real-time PCR assays for the LightCycler instrument based on TaqMan chemistry for the detection of HSV-1, HSV-2, and VZV in clinical samples and to compare these assays to in-house nested PCR systems (1, 2).

MATERIALS AND METHODS

Clinical samples and viruses. A total of 106 clinical samples, including 41 samples of cerebrospinal fluid (CSF), 28 swabs from patients with unknown skin diseases, 24 biopsy samples, 9 vitreous body samples, 3 blood samples, and 1 sample of bronchoalveolar lavage fluid, were obtained. All samples were collected mainly from immunocompromised subjects within the last 5 years and stored at −20°C. Among the total of 106 samples, 52 were obtained within the last 2 years. To study the specificities of the PCR assays, we investigated 15 clinical isolates of HSV-1, 12 isolates of HSV-2, and 11 isolates of VZV.

To analyze for clinical specificities of the PCR assays, we collected 25 samples from tumor patients or patients with chronic neurological disorders who were clinically not suspected to have HSV or VZV infections of the CNS.

Primers and probes. Primers and probes were designed by using Primer Express 1.0 software (Applied Biosystems, Weiterstadt, Germany). Target genes were the glycoprotein D (gD) gene of HSV-1, the glycoprotein G (gG) gene of HSV-2, and the polymerase gene of VZV. The reporter (FAM) and the quencher (TAMRA) dyes were attached to the 5’ ends and the 3’ ends of the
DNA standards. For each PCR assay, we cloned the amplicon target-DNA fragment into the vector pCRII by using the TA cloning kit (Invitrogen, Breda, The Netherlands). The following plasmids were generated: pCRHHSV1, containing 70 bp of the gD gene; pCRHSV2, containing 111 bp of the gG gene; and pCRVZV, containing 63 bp of the VZV DNA polymerase gene. Standards of 10^2 to 10^6 genome copies per 5 μl of water were prepared from linearized plasmids for each assay. For the nested PCR assay controls, we cloned the first-round amplification products into pCRII by using the TA cloning kit. These plasmids were diluted and, as they served to standards to determine the sensitivities of the assays.

DNA extraction. DNA was extracted from 140 μl of clinical specimens by using the QIAamp DNA extraction kit (Qiagen, Hilden, Germany) according to the manufacturer’s instructions. DNA was recovered in 50 μl of water, and 5 μl was immediately analyzed by real-time PCR, while the remaining 45 μl was stored at −20°C. When DNA was prepared from blister fluid or swabs, a single-sample preparation procedure was followed to avoid cross-contamination of samples prepared in parallel.

RESULTS

When 10-fold dilutions of the plasmids were analyzed on the LightCycler instrument by using TaqMan real-time PCR assays, the detection limit was 10 copies per reaction for HSV-1, HSV-2, and VZV standard DNA. This was confirmed by the fact that, when fewer than 10 plasmid copies were analyzed by nested PCR or real-time PCR, both systems detected these samples infrequently (data not shown). As outlined in Fig. 1, there was no difference in the sensitivities when real-time PCR assays were compared to our traditional nested PCR systems. We analyzed 15 isolates of HSV-1, 12 isolates of HSV-2, and 11 isolates of VZV from our strain collection by both systems and all three assays (HSV-1, HSV-2, and VZV). All isolates were positive by the corresponding PCR assay, indicating that these assays were highly specific across the range of our strain collection. Specificities of the PCR assays and systems appeared to be 100%, since neither the real-time PCR assays nor the conventional nested PCR assays showed any cross-reaction when noncorresponding herpesvirus DNA and primer sets were analyzed. To evaluate the clinical specificities of the two PCR systems, we analyzed 25 CSF samples from patients clinically not suspected of having HSV or VZV CNS infections. None of these samples were positive with the real-time PCR assays or the nested PCR assays. To compare the real-time PCR assay with conventional nested PCR, we analyzed clinical samples that tested positive by nested PCR for either HSV-1,

<table>
<thead>
<tr>
<th>Virus</th>
<th>Primer or probe</th>
<th>Sequence (5’ to 3’)</th>
<th>Gene target</th>
<th>Tm (°C)</th>
</tr>
</thead>
<tbody>
<tr>
<td>HSV-1</td>
<td>Forward primer (HSV1UP)</td>
<td>CGGCCGTGACGACATCTCG</td>
<td>gD</td>
<td>60</td>
</tr>
<tr>
<td>reverse primer (HSV1DP)</td>
<td>CTCGTAATTTGCCCCCTCC</td>
<td>gD</td>
<td>60</td>
<td></td>
</tr>
<tr>
<td>probe (HSV1P)</td>
<td>CACACACCAAGCACGGAGAACC</td>
<td>gD</td>
<td>70</td>
<td></td>
</tr>
<tr>
<td>HSV-2</td>
<td>Forward primer (HSV2UP)</td>
<td>CGCTCTCGTAAATGCTTCCCT</td>
<td>gG</td>
<td>60</td>
</tr>
<tr>
<td>reverse primer (HSV2DP)</td>
<td>TCTACCCACAAACAGCACCAG</td>
<td>gG</td>
<td>60</td>
<td></td>
</tr>
<tr>
<td>probe (HSV2P)</td>
<td>CGCCGGAGCATTGAGTACGATCG</td>
<td>gG</td>
<td>70</td>
<td></td>
</tr>
<tr>
<td>VZV</td>
<td>Forward primer (VZV UP)</td>
<td>CGGCAATGGCCGTCCTAT</td>
<td>DNA polymerase</td>
<td>60</td>
</tr>
<tr>
<td>reverse primer (VZV DP)</td>
<td>TTCGCTGTCTGCGCCG</td>
<td>DNA polymerase</td>
<td>60</td>
<td></td>
</tr>
<tr>
<td>probe (VZV P)</td>
<td>ATTCAAGGATGAAAACACGCGGCC</td>
<td>DNA polymerase</td>
<td>70</td>
<td></td>
</tr>
</tbody>
</table>

a All probes were labeled with FAM at the 3’ end and with TAMRA at the 5’ end.
b The melting temperature (Tm) was calculated by using the Primer Express software based on the Rychlik algorithm.
d Gene bank accession no. AF141854-58, AJ303204, and Z86099.
e Gene bank accession no. AB059828-31 and X04370.

Prevention of PCR contamination. Nested PCR systems are known to be error prone due to random contamination (12). The risk of contamination was reduced by introducing a one-way working scheme in which the preparation of reagents, sample preparation, and first-round and second-round amplifications were carried out in different rooms and in different buildings with separate air-conditioning systems. Furthermore, special clothing and nurses’ caps were worn in the different working areas. To remove potential DNA contamination from the racks used in the reagent and sample preparation area, we immersed the racks for 1 h in 1 N HCl and drained them. When the real-time PCR technology was applied, we kept the three-room system (reagent preparation, sample preparation, and amplification) as described above and included a contamination prevention step by using the uracil-DNA glycosylase carryover prevention system.

TABLE 1. Primers and probes used for real-time PCR assays

Downloaded from http://jcm.asm.org/ on February 6, 2021 by guest
HSV-2, or VZV. Samples determined to be positive by nested PCR were collected over a time period of 5 years, and sample DNA was stored at $-20^\circ$C. From 46 HSV-1 samples pretested for HSV-1 and determined to be positive by nested PCR, 40 (87%) turned out to be positive by the real-time PCR assay. These samples included 21 CSF samples from patients with encephalitis, 5 swabs from patients with unknown skin diseases, 15 biopsy samples (including bone marrow, lung, and biopsy specimens from the gastrointestinal tract), 1 sample of bronchoalveolar lavage fluid, 1 vitreous body sample, and 3 blood samples. Two blood samples were obtained from AIDS patients, and one was obtained from an HSV-1-infected newborn. When the six samples which were negative for HSV-1 DNA by the real-time PCR assay were retested by nested PCR, four turned out to be negative. Thus, HSV-1 real-time PCR detected 95% of the samples that tested positive by nested PCR.

Only four clinical samples tested positive for HSV-2 DNA by nested PCR. These included one CSF sample from a case of encephalitis, two vitreous body samples from cases with clinical diagnoses of uveitis, and one genital swab. All samples tested were positive by the real-time PCR assay.

Fifty-six clinical samples that previously tested positive for
PCR gave the same results.

VZV DNA by nested PCR included the following: 19 CSF samples from patients with myelonecephalitis, 6 vitreous body samples obtained from patients with acute necrosis of the retina, 22 swabs from patients with unknown skin lesions, and 9 tissue biopsy specimens. In 54 (96%) of 56 samples that tested positive by nested PCR, VZV DNA was detected by real-time PCR. Retesting of the negative samples by nested PCR gave the same results.

DISCUSSION

We evaluated three different real-time PCR assays to detect HSV-1, HSV-2, and VZV and compared the assays with conventional nested PCR assays. The nested PCR assays used in this study to detect HSV-1 and HSV-2 were performed according to a protocol published by Aurelius et al. (1, 2), with modifications, yielding sensitivities at least similar to those published. Although 106 clinical samples were investigated, only four samples turned out to be positive for HSV-2. Thus, the low number of HSV-2-positive clinical samples does not really permit a valid assessment of the HSV-2 assay.

There was no difference in the detection limits of the real-time PCR assays and the corresponding nested PCR test system when plasmid DNA was used. Both test systems were highly sensitive and highly specific, with the sensitivities and specificities of our real-time PCR assays concordant with those reported in other studies (3–5, 9, 13). The fact that real-time PCR was not able to detect viral DNA in all clinical samples when compared to nested PCR might be due to the fact that some samples may have degraded over the 5-year experimental period. Thus, sample degradation may easily explain why not all samples were positive in the real-time assays when tested retrospectively after years of storage. Since sample preparation was uniform for both types of assays, inhibitors present in the DNA preparations could not explain the different results obtained when both PCR systems were compared.

Nested PCR systems are known to be error prone due to random contamination (12). Contamination could not be excluded because, after DNA preparation, multiple pipetting steps are required between first-round and second-round amplifications. To reduce the risk of contamination, a one-way working scheme was used as described in Material and Methods. For the real-time PCR assays, we included a contamination protection step by using the uracil-DNA glycosylase carboxymer prevention system. Furthermore, the tubes were not opened at any time during the amplification procedure. Thus, contamination potentially appears to be a very rare event in the real-time PCR assays, if it occurs at all.

One further advantage of the real-time PCR assays described in this study is that they all were performed with the same amplification protocol. Thus, within one LightCycler run, a sample can be tested for HSV-1, HSV-2, and VZV and all positive and negative controls for each virus. This has two major benefits: (i) in emergency cases in which rapid diagnosis is important, the laboratory can run the assays simultaneously with only one LightCycler instrument, and (ii) in the routine setting, samples may be analyzed for HSV or VZV independently. Although the costs for consumables are higher for real-time assays than for nested PCR assays, the total costs for real-time PCR assays are lower due to less hands-on time and the optimal use of reagents and instruments, and with less sample manipulation there should be fewer false-positive results.

In many clinical cases, a very rapid diagnosis is crucial, and as shown above, real-time PCR has the advantage of being much faster than nested PCR systems. In our hands, viral DNA was detected by real-time PCR within 2.5 h, which included DNA preparation from clinical specimens. The nested PCR assays took about 9 h, making the real-time PCR assays 3.6 times faster than the nested assays. In summary, the TaqMan assays performed on the LightCycler are suitable tools for the rapid diagnosis of HSV-1, HSV-2, and VZV infections in the clinical virology laboratory. Due to the ease of use, the significant decrease in testing and handling time, and the high speed of performance, real-time PCR assays can be used in the laboratory, even in emergency cases in which rapid diagnosis is essential.

ACKNOWLEDGMENTS

We thank Heike Schley for excellent technical assistance.

This work was supported in part by the Bundesministerium für Bildung und Forschung (BMBF) grant no. 01K19951.

REFERENCES


